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Abstract
Background: Echocardiography is the method of choice when one wishes to examine myocardial function.
Qualitative assessment of the 2D grey scale images obtained is subjective, and objective methods are required.
Speckle Tracking Ultrasound is an emerging technology, offering an objective mean of quantifying left ventricular
wall motion. However, before a new ultrasound technology can be adopted in the clinic, accuracy and
reproducibility needs to be investigated.
Aim: It was hypothesized that the collection of ultrasound sample data from an in vitro model could be
automated. The aim was to optimize an in vitro model to allow for efficient collection of sample data.
Material & Methods: A tissue-mimicking phantom was made from water, gelatin powder, psyllium fibers and a
preservative. Sonomicrometry crystals were molded into the phantom. The solid phantom was mounted in a stable
stand and cyclically compressed. Peak strain was then measured by Speckle Tracking Ultrasound and
sonomicrometry.
Results: We succeeded in automating the acquisition and analysis of sample data. Sample data was collected at a
rate of 200 measurement pairs in 30 minutes. We found good agreement between Speckle Tracking Ultrasound
and sonomicrometry in the in vitro model. Best agreement was 0.83 ± 0.70%. Worst agreement was -1.13 ± 6.46%.
Conclusions: It has been shown possible to automate a model that can be used for evaluating the in vitro
accuracy and precision of ultrasound modalities measuring deformation. Sonomicrometry and Speckle Tracking
Ultrasound had acceptable agreement.
Background
Accurate assessment of myocardial function is of para-
mount importance for the evaluation of the ill patient. In
the past, the assessment of cardiac function has been
based on qualitative or when best, semi quantitative
methods, which are highly observer dependent [1,2].
Speckle Tracking Ultrasound (STU) has recently been
introduced in the clinic and is based on frame-to-frame
tracking of characteristic ultrasound speckle patterns
within the myocardium [3]. From this information, strain
and strain rate can be derived. In contrast to Tissue Velo-
city Imaging [3-5] (TVI), STU is angle independent [4,6].
STU has been adopted in the clinic without much
data to support its accuracy and reproducibility. Ideally,
before a new ultrasound technology is used in human or
animal studies it should have been investigated for accu-
racy and reproducibility in a fully controllable environ-
ment, to disclose any fundamental limitations of the
method.
Typically such studies are carried out in human sub-
jects or animal models [3] with an invasive or noninva-
sive reference or in an in vitro setup [7,8]. An in vitro
setup has the advantage of being fully controllable, and
the influence of parameters such as strain and strain
rate can be investigated systematically.
In a previous study we described a dynamic ultrasound
phantom and showed that STU was independent of inso-
nation angle and gain [6]. Such an evaluation implies
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consuming. A model where data acquisition and analysis
are automated is a much wanted tool. Furthermore, such a
model would also, in a reproducible way, enable compari-
son of equipment from different manufactures.
The frame rate vs. spatial resolution relationship in
ultrasound imaging is complex [9]. At a fixed image size
a higher frame rate can only be achieved by compromis-
ing image resolution. It is of interest to study how this
relationship affects the precision of STU. Since STU
uses a pixel tracking algorithm [7], a higher resolution
would theoretically allow for greater spatial precision
(resolution) while a higher frame rate would allow for
greater temporal precision.
Materials and methods
The ultrasound tissue-mimicking phantom
The ultrasound tissue-mimicking phantom has pre-
viously been described [6]. It consists of water, gelatin,
psyllium fibers and a preservative mixed, and cast in a
cylindrical mold.
The water and gelatin form a solid gel. The psyllium
fibers provides a ultrasound scattering pattern similar to
the myocardium.
The speed of sound and acoustic impedance in the
phantom was measured to 1530 m/s and 1.53 kg/m
2s,
respectively. The average speed of sound and acoustic
i m p e d a n c ei ns o f tt i s s u ei s1 . 5 4m / sa n d1 . 5 8k g / m
2s.
The phantom was kept cool between experiments in
order to keep it structurally intact, as gelatin forms a
thermally reversible gel.
Sonomicrometry
Sonomicrometry (Sonometrics, London, Ontario,
Canada) was used as a reference measure of strain in
the phantom. Sonomicrometry (Sono) is an ultrasound
ranging technique using small embedded piezoelectric
crystals. Two crystals were embedded in the phantom,
during the casting they were suspended on thin sutures
(6-0), figure 1. With the phantom in its solid state the
crystals were held in place by the surrounding material
and the sutures no longer had any function.
The crystals were connected to a transceiver con-
trolled by a workstation running SonoLAB software
(Sonometrics). The time of flight was measured by a
100 MHz counter, giving a spatial resolution of 24 μm
(Sonometrics). The distance between the crystals was
sampled at 200 Hz in both directions (from crystal 1 to
2 and 2 to 1).
Vibration exciter
A vibration exciter (type 4808, Brüel and Kjær, Nærum,
Denmark) was used for dynamically compressing the
phantom, figure 2. The exciter has linear properties and
is able to simulate any physiological or pathological
strain curves with peak strains (ΔLL) from 0 to 20%.
Figure 1 Tissue-mimicking phantom mold. The tissue-mimicking phantom was cast in a mold (1, 2 and 3). This consisted of a lid, bottom,
and two sides which were held together by metal pegs. Sonomicrometry crystals were suspended on sutures in the mold, before the liquid
phantom mass was added. 1) Bottom and one side. a) Crystals on sutures. b) Connectors 2) Bottom and two sides. 3) Assembled.
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The phantom was placed in a stable mounting stand
and held in place by the top (lid) and bottom parts of
the mold, figure 2. The top part of the mold was fixed
to a horizontal bar. A hole was cut in the top of the bar
to allow scanning in the axial direction. The bottom
part of the mold was connected to the vibration exciter’s
actuator and served as a compression plate.
Waveform generation
The compression of the phantom was controlled by a PC
workstation running custom software. A digital waveform
was generated in software and converted to an analog vol-
tage by a DAQmx (PCI-6110) data acquisition interface
(National Instruments, Austin, TX, USA). This signal was
connected to an amplifier (type 2719, Brüel and Kjær,
Nærum, Denmark) that powered the vibration exciter.
Ultrasound scanner
The ultrasound system used was a Vivid E9 (GE Health-
care, Horten, Norway) equipped with a M5 S cardiac
probe. All settings apart from frame rate (50, 60 and 86
frames/second) were constant through out the experi-
ments: Gain -6dB, depth 9 cm, focus depth 4.5 cm and
sector width 75°. Second harmonic imaging with a fun-
damental frequency of 1.7 MHz was used.
Remote control
All parts of the experimental setup were controlled by a
single workstation, figure 3. Remote control links were
set up to control the ultrasound scanner and the Sono
workstation.
The Sono workstation had a TTL-level input, which
could be configured in software to trigger the save
function.
In pilot studies we used the Vivid 7 (GE Healthcare)
scanner. This scanner has a remote control interface in
the form of a foot switch port. Electronically controlled
switches were connected to this port. In our experiment
we used the newer Vivid E9 scanner. This scanner did
not have a remote control port and a custom interface
consisting of servo motors and a rack that could be
fixed to the scanner was designed. Servo motors
mounted on the ultrasound scanner would then push
the buttons. Due to interfering frequency bands for
echocardiography and Sono, a method of switching
between the two systems was necessary. This was
accomplished by gating the transmit pulse from the
Sono workstation to the Sono transceiver with a control
signal from the controlling workstation, and by freezing
the ultrasound scanner while Sono was operating.
As q u a r ew a v ew i t h5 %d u t yc y c l e ,i ns y n cw i t ht h e
compression cycle, was generated by the software and
connected to the ultrasound scanner’sE C Gi n p u t
through a voltage divider network. This facilitated
quicker offline analysis, see figure 4.
Custom software
Custom software was developed for controlling the
experimental setup and for analyzing data. All custom
software was developed in the Python programming lan-
guage (Python Software Foundation, Hampton, NH,
USA).
Calibration methodology
Calibration of the setup was accomplished with the
phantom mounted in the stable stand. A sine wave was
generated and gain was adjusted to be within the work-
ing limits of the exciter. A 5% preload was applied to
the phantom to ensure contact between the phantom
and the compression plate throughout the entire com-
pression cycle.
Figure 2 Stable stand. The tissue-mimicking phantom (a) was
mounted in a stable stand (b) between the top (lid) and bottom of
the mold in which it was cast (after removing the two sides). The
lid was fixed to a horizontal bar by two metal pegs (b). The bottom
was connected to a variable exciter (c) through a linking device. An
ultrasound probe (d) was held in place by an adjustable clamp and
good acoustic contact was assured by applying ultrasound gel at
the contact area.
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The setup was used to evaluate the precision of STU.
After mounting the phantom in the stable stand the
M5S probe was positioned in the bracket and good
acoustic contact was assured. Ultrasound gel was applied
at the contact area between the probe and the phantom.
The controlling workstation was programmed to
acquire 50 dynamic images for each of the four studied
displacement frequencies (1, 2, 4 and 8 Hz). A sine
waveform was used for compressing the phantom. The
amplitude was randomly set to one of 10 different vol-
tage levels roughly corresponding to peak strain levels
between 5 and 20% (depending on precise calibration).
This was repeated for each studied frame rate (50, 60
and 86 frames/second) and for each angle (0° and 90°),
yielding 1200 measurement pairs. All experiments were
conducted at a room temperature of 22°C.
Data analysis
The 2D ultrasound data was exported to an EchoPAC
workstation (GE Healthcare, Horten, Norway) for off-
line STU analysis [10]. The method for assessing peak
strain in the phantom using STU-analysis has previously
been described in detail [6].
Strain curves were exported to a workstation running
custom software that was used to extract peak strain.
Sono data was exported to a workstation for analysis.
The average between the two sampled distances (from
crystal 1 to 2 and 2 to 1) was used, and data was filtered
using a moving median filter (kernel size 3) to remove
outliers caused by electrical noise. To ensure that the
applied filtering was effective Sono strain curves were
then visually inspected.
Peak strain from STU 2D strain analysis and Sono
were combined and exported to a spreadsheet for over-
view. Individual results were displayed in scatter and
mean difference plots [11].
Results
We automated the acquisition and analysis of sample
data. Six sets of test data was collected with 200 mea-
surement pairs in each set. Data was collected at 200
measurement pairs in 30 minutes (compared to 80 pairs
in 30 minutes using the old setup).
The collected sample data was analyzed and agreement
between STU and Sono was calculated. Agreement
between STU and Sono for each combination of frame
rate, insonation angle and compression frequency is pre-
sented in table 1. Typical plots are shown in figure 5.
During analysis 25 measurements were excluded because
of the EchoPAC software failing to analyze them. We
found good agreement between STU and Sono.
Discussion
It can be seen from the results that a higher frame rate
was necessary to accurately assess peak strain at higher
Figure 3 Experimental setup. Schematic diagram of the experimental setup. The sonomicrometry workstation was remotely triggered by a link
(a) connected to the controlling workstation. The tissue-mimicking phantom was connected to the variable exciter through a linking device (b).
The Vivid E9 ultrasound scanner was remotely controlled (c) by the controlling workstation.
Figure 4 EchoPAC screenshot. Data was analyzed in EchoPAC
(screenshot). A region of interest (a) was selected and the software
analyzed strain in that region (b). A synthesized ECG signal (c) was
used to correctly align the strain curves. Strain data was then
exported from this view to a spreadsheet for further analysis.
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our experiments we used 8 Hz as the highest deforma-
tion frequency. Even though 8 Hz (480 bpm) is not a
physiological heart rate this result is interesting from a
clinical perspective as it shows that the selection of
frame rate is not without influence when assessing rapid
movements. If the frame rate is too low, important
events might be filtered out. Since frame rate is depen-
dent on sector width and scanning depth, our results
support the idea that it is necessary to keep the visua-
l i z e da r e aa ss m a l la sp o s s i b l et oa c h i e v et h eb e s t
accuracy.
During analysis 25 measurements were excluded. It is
notable that all dynamic images that the EchoPAC soft-
ware failed to analyze were obtained at a compression
frequency of 1 Hz. It seems possible that this was due
to a bug in the EchoPAC software.
Since many producers of ultrasound equipment have
their own solutions for STU, our model could be used
for comparing their performance without bias. It could
also be used for periodically testing available equipment
making sure it’s free from errors and is performing to
specifications, something that is often overlooked in the
clinic.
Numerous in vitro setups have previously been used
to evaluate methods for quantifying myocardial
mechanics. They have often relied on an uncertain refer-
ence [7,8,12]. As opposed to these models we used Sono
which is considered the golden standard when estimat-
ing myocardial deformation in animal models [3,13].
Table 1 Agreement between Sono and STU.
Frame
rate (Hz)
Insonation
angle (°)
Compression
freq. (Hz)
Agreement (%) n
50 0 1 0.83 ± 0.70 46
2 1.40 ± 0.96 50
4 1.63 ± 1.08 50
8 0.84 ± 2.33 50
90 1 0.14 ± 2.54 50
2 -0.18 ± 1.68 50
4 0.27 ± 1.76 50
8 0.64 ± 3.90 50
60 0 1 1.40 ± 2.78 49
2 1.08 ± 2.02 50
4 0.83 ± 1.84 50
8 -1.13 ± 6.46 50
90 1 -1.48 ± 1.66 44
2 -0.92 ± 1.88 50
4 -0.05 ± 2.02 50
8 0.28 ± 2.78 50
86 0 1 -0.70 ± 3.10 46
2 -0.87 ± 1.38 50
4 -0.29 ± 1.26 50
8 -0.60 ± 0.71 50
90 1 -2.99 ± 2.24 40
2 -1.88 ± 1.46 50
4 -0.93 ± 0.82 50
8 -0.35 ± 1.78 50
n is number of analyzed measurement pairs.
Figure 5 Example plots. Peak strain in the tissue-mimicking phantom was measured using both sonomicrometry and Speckle Tracking
Ultrasound. Agreement between the two methods were visualized in scatter and mean difference plots. Top: Scanning angle: 0°, frame rate: 50
Hz, compression frequency 1 Hz. Bottom: Scanning angle: 0°, frame rate: 50 Hz, compression frequency 8 Hz.
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compressing the phantom but the variable exciter along
with appropriate DSP software is capable of simulating
any synthesized or recorded waveform (within the band-
width of the system). We believe this allows for greater
flexibility than previously used methods based on
motors [7] or pumps [12].
This study has been able to demonstrate that it is pos-
sible to construct a model that can produce reliable data
in the initial testing of a new ultrasound technology.
The automation of the setup with the use of a central
workstation has to our knowledge not been described
before. It enables a high rate of data collection, mini-
mizes the risk of human error and ads unprecedented
reproducibility.
Limitations
The in vitro phantom presents an optimal environment
for strain measurements with optimal image quality, and
a homogenous speckle pattern in the entire region of
interest (ROI). The depth of the crystals (4 cm) is also
less than the normal depth of the myocardium.
The small size of the phantom led to strong echoes
from the walls and some artifacts in the images outside
of the phantom. Coating or embedding the phantom in
an ultrasound absorbing material could minimize these
strong echoes. We did not however experience any pro-
blems with obvious artifacts inside the phantom and did
not further optimize in this respect.
Because of the large difference in acoustic impedance
between the Sono crystals and the phantom material the
crystals introduced considerable shadowing. This was
not a problem when scanning from a 90° angle but
posed a problem when scanning at 0° as the crystals
then were in parallel with the beam. This effect was
minimized by carefully aligning the beam so that some
ultrasound energy was able to pass on the side of the
crystal.
As the temperature in the phantom material increased
during the experiments, it became softer and would dis-
place more for a given force. Since all our measure-
ments were relative, time to conduct the experiment
was short and the rate of change very small, this was
not a problem. Also for this reason, precise calibration
was not considered crucial.
A way of compensating for the effects of rising tem-
perature and any nonlinearity in the material would be
to set up a strain feedback loop from the Sono work-
station to the workstation controlling the variable exci-
ter. In this way, the deformation could be held at a
constant level and any disturbances compensated for
in real-time. This, however, would only be interesting
for precise measurements and not necessary for rela-
tive strain.
Conclusions
It has been shown possible to automate the data collec-
tion and a large part of the data analysis in an in vitro
deformation ultrasound model. Data collection was
twice as fast compared to our old model [6]. Analysis of
Sonomicrometry data was facilitated by custom soft-
ware. The developed model was used to test agreement
of Speckle Tracking Ultrasound and Sonomicrometry.
We found good agreement between STU and Sono in
the in vitro model. Best agreement was 0.83 ± 0.70%.
Worst agreement was -1.13 ± 6.46%.
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